Introduction
============

Microperimetry[@b1-opth-11-2011] can be used to measure the local retinal sensitivity for functional assessments of the central retina. The automatic eye tracking system allows real-time corrections for eye movements and to present the stimulus exactly at the predefined retinal location. The results can be displayed over a fundus image. Microperimetry has been used clinically for the assessment of the sensitivity of the macular region in eyes with retinal and choroidal diseases,[@b2-opth-11-2011]--[@b6-opth-11-2011] glaucoma,[@b7-opth-11-2011],[@b8-opth-11-2011] and in other subspecialties of ophthalmology including visual rehabilitation.

The scanning laser ophthalmoscope (SLO; Rodenstock Instruments, Munich, Germany) has been used to measure the central retinal sensitivity. Recently, new instruments for microperimetry, such as Microperimeter-1 (MP-1; Nidek Technologies, Padova, Italy), Macular Integrity Assessment (MAIA; CenterVue, Padova, Italy), and the Optos OCT SLO (Optos plc, Dunfermline, UK) have been developed. The newest instrument, Microperimeter-3 (MP-3; Nidek Technologies) is now available.

The clinical use of microperimetry has increased, and it is important to understand the characteristics of the algorithm of measurements to assess the results of the macular sensitivity. A number of studies have compared the retinal sensitivity measured by different microperimeters and a conventional automatic perimeter in normal subjects.[@b9-opth-11-2011]--[@b13-opth-11-2011] The advanced microperimeters can measure a wider range of retinal sensitivities than earlier models.

The purpose of this study was to determine the differences of the retinal sensitivity obtained by MP-3 using two different fixation targets: a single cross (Cr) of 1 degree size and a circle (Ci) of 1 degree radius in normal individuals.

Subjects and methods
====================

Participants
------------

This study was performed on 32 eyes of 16 healthy Japanese volunteers (6 women, 10 men) with a mean age of 28.9±1.4 years (range 24--44 years). Both eyes were studied. The exclusion criteria were history of ocular or systemic diseases, refractive error more than −6 diopters (D), and a best-corrected visual acuity less than 20/20 ([Table 1](#t1-opth-11-2011){ref-type="table"}).

This study was approved by the Institutional Review Board of Chiba University Graduate School of Medicine and conducted in accordance with the tenets of the Declaration of Helsinki. Written informed consent was obtained from each participant prior to enrollment in the study.

Perimetric examinations
-----------------------

Microperimetry was performed on all subjects with MP-3 (Nidek, software version 1.1.1) in a dark room without pupillary dilation. The Goldmann III size white stimulus with a luminance of 1.0 cd/m^2^ and a duration of 200 ms was projected onto a white background. The stimulus intensity ranged from 0 dB (3,193.1 cd/m^2^) to 34 dB (11.3 cd/m^2^), and the light threshold was determined by a 4--2 staircase strategy.

The retinal sensitivity within the central 2 degrees was measured using two different fixation targets. We used a Ci fixation target of 1 degree radius, which overlaps stimuli that are presented in the central 2 degrees. We also used a Cr fixation target which overlaps the central 0 degrees. Therefore, we measured the retinal sensitivity of the central 0 degrees and central 2 degrees independently. The sensitivity at the central 0 degrees was determined at one point and that at the central 2 degrees was determined by averaging 8 points excluding the central point. The findings were used for the statistical analyses.

A single 1 degree Cr and a Ci of 1 degree radius were used as the fixation targets ([Figure 1](#f1-opth-11-2011){ref-type="fig"}). Four examinations were performed, and 3--5 min was required for each test. They included 1) right eye with the Ci target, 2) right eye with the Cr target, 3) left eye with the Ci target, and 4) left eye with the Cr target. To test the effects of learning and fatigue, the subjects were randomly divided into 2 groups according to the test order. The test protocol for Group 1 included the measurement of the retinal sensitivity with a Ci fixation target followed by test with a Cr fixation target. For Group 2, the measurements were made first with a Cr fixation target followed by measurements with the Ci fixation target.

Fixation stability
------------------

To assess the fixation stability, the fundus movements were recorded during the examinations. The degree of movements of the fixation points were automatically classified into three groups: "stable" if more than 75% of the fixation points were within the central 2 degrees; "relatively unstable" when less than 75% of the fixation points were located within the central 2 degrees but more than 75% of the fixation points were located within the central 4 degrees; and "unstable" when fewer than 75% of the fixation points were located within the central 4 degrees ([Figure 1](#f1-opth-11-2011){ref-type="fig"}).

Statistical analyses
--------------------

Wilcoxon signed-rank tests were used to determine the significance of the differences in retinal sensitivity and fixation stability between the Cr and Ci fixation targets. A *P*-value \<0.05 was considered to be statistically significant.

Results
=======

The mean retinal sensitivities of the 32 eyes are shown in [Table 2](#t2-opth-11-2011){ref-type="table"}. The central retinal sensitivity with the Ci was significantly higher than that with the Cr (*P*=0.003 for right eyes; *P*=0.001 for left eyes) fixation targets. The mean retinal sensitivity within the central 2 degrees was not significantly different between the Cr and Ci targets (*P*=0.07 in the right eyes, *P*=0.08 in the left eyes). A representative case is shown in [Figure 2](#f2-opth-11-2011){ref-type="fig"}.

In the eyes of Group 1, the retinal sensitivity was measured first using the Ci fixation target and then with the Cr fixation target. For both eyes, the mean central retinal sensitivity at 0 degrees was significantly higher with Ci fixation target (*P*=0.028, right eyes; *P*=0.040, left eyes) ([Table 3](#t3-opth-11-2011){ref-type="table"}). For the eyes of Group 2, the retinal sensitivity was measured first using the Cr fixation target. For both eyes, the mean central retinal sensitivity at 0 degrees were significantly higher with the Ci fixation target (*P*=0.036, right eyes; *P*=0.018, left eyes) ([Table 4](#t4-opth-11-2011){ref-type="table"}).

These findings indicated that the retinal sensitivity of the central 0 degrees was higher with Ci fixation target and that of 2 degrees was not different between with the Ci and Cr fixation targets regardless of the order of the tests.

The percentage of fixations within the central 2 degrees was 99.8%±0.08% for the eyes measured using the Cr fixation target and 99.7%±0.1% for the eyes measured using the Ci fixation target. All fixations were determined as "stable". The differences in the fixation stability between Cr and Ci fixation targets were not statistically significant (*P*=0.13).

Discussion
==========

We measured the retinal sensitivity of normal eyes with the MP-3 instrument using two different fixation targets. The central retinal sensitivity using the Ci fixation target was significantly better than that using a Cr fixation target. The average retinal sensitivity at the central 2 degrees was not significantly different between the Cr and Ci fixation targets. The higher sensitivity with the Ci fixation target did not change regardless of the order of testing.

The differences in the retinal sensitivity between the two fixation targets may be caused by an overlap of the stimulus spot over the fixation target. The retinal sensitivity was reported to be influenced by age,[@b13-opth-11-2011],[@b15-opth-11-2011] axial length,[@b16-opth-11-2011] and background luminance.[@b13-opth-11-2011],[@b17-opth-11-2011] On the other hand, Fujiwara et al[@b13-opth-11-2011] and Denniss and Astle[@b14-opth-11-2011] reported that the sensitivity of the parafoveal retina area was higher than that at the central 0 degrees in normal individuals. Fujiwara et al[@b13-opth-11-2011] suggested that the difference was partly explained by low background luminance. On the other hand, Denniss et al[@b14-opth-11-2011] reported that the difference could be explained by the masking effect caused by the nearby fixation target. This is a critical point because the cross target has been used in many studies on retinal sensitivity in various retinal diseases.[@b18-opth-11-2011]--[@b21-opth-11-2011] Our results showed that the retinal sensitivity near the foveal center was lower when the cross target was used.

MP-3 has about 10 times higher background luminance than MAIA, and we still observed the low sensitivity at central 0 degrees even with brighter background which increased cone photoreceptors activity. Although it is difficult to compare our findings using MP-3 with those of previous reports that used MP-1 and MAIA instruments, the overlapping of light stimuli and fixation target makes it difficult to detect the stimuli and results in lower retinal sensitivity.

Previous studies used the central retinal sensitivity to evaluate the central retinal function. Wu et al[@b22-opth-11-2011] reported the relationship between the inner-segment ellipsoid integrity and retinal sensitivity at the central 0 degrees in eyes with age-related macular degeneration. On the other hand, Chen et al[@b23-opth-11-2011] reported that the central retinal sensitivity was related to the length and area of the preoperative photoreceptor inner/outer segment defects in eyes with a macular hole. We recommend that the authors state the type of fixation target that was used because the retinal sensitivity might be changed with the fixation target.

The limitations in this study were a small sample size, relatively young healthy volunteers, and having high fixation stability. It is difficult to determine the relationship between the retinal sensitivity and the fixation target in patients with macular disease and further studies are needed.

Conclusion
==========

We measured the retinal sensitivity of normal eyes using two different fixation targets. The central retinal sensitivity using a Ci fixation target was significantly higher than that using a Cr fixation target. The differences of the retinal sensitivity were probably due to fixation targets overlapping the stimuli. These results indicate that the size and shape of the fixation target must be considered according to the specific purpose of the evaluation. For instance, if the examiner is interested in the central retinal sensitivity at 0 degree, the Ci fixation target should be used for better accuracy.
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![Patterns of the fixation target and the locations of the stimuli.\
**Note:** Two different fixation targets, a single cross of 1 degree size (**A**) and a circle of 1 degree radius (**B**) are presented in red.](opth-11-2011Fig1){#f1-opth-11-2011}

![Retinal sensitivity measured using different targets in the same left eye.\
**Notes:** The retinal sensitivities at central 0 degrees and central 2 degrees using cross (**A**) and circle (**B**) fixation targets are shown in red. The retinal sensitivity is presented as a color-coded map. The fixation points are shown in blue. The retinal sensitivity in dB is presented by the numbers in the images.](opth-11-2011Fig2){#f2-opth-11-2011}

###### 

Demographic and clinical parameters

  -----------------------------------------------------------------------
  Study number   Age\       Sex   Refractive error\   Refractive error\
                 (years)          (D, right eye)      (D, left eye)
  -------------- ---------- ----- ------------------- -------------------
  1              29         M     −0.50               −0.50

  2              27         F     −3.00               −2.75

  3              26         M     −4.50               −4.50

  4              25         M     −2.25               −1.75

  5              29         F     +0.50               +0.50

  6              27         F     0                   +0.50

  7              38         F     +0.25               +0.25

  8              27         M     +0.50               +0.50

  9              25         M     −1.25               −1.50

  10             24         M     −3.50               −3.00

  11             33         F     0                   −1.50

  12             32         F     −2.25               −2.25

  13             44         M     −3.00               −3.50

  14             24         M     +0.50               0

  15             25         M     −0.50               −0.50

  16             27         M     −0.50               −0.25

  Mean ± SE      28.9±1.4         −1.22±0.4           −1.27±0.4
  -----------------------------------------------------------------------

**Abbreviations:** D, diopter; SE, standard error.

###### 

Mean retinal sensitivity of left and right eyes

  Subjects                  Cr (dB)    Ci (dB)    *P*-value
  ------------------------- ---------- ---------- -----------
  Right, 16 eyes                                  
   Central 0 degrees        23.7±1.2   29.6±0.7   0.003
   Mean central 2 degrees   32.0±0.4   31.4±0.4   0.070
  Left, 16 eyes                                   
   Central 0 degrees        25.1±1.0   30.0±0.8   0.001
   Mean central 2 degrees   32.0±0.4   31.3±0.5   0.081

**Note:** Values shown as mean ± standard error.

**Abbreviations:** Ci, a circle of 1 degree radius used as a fixation target; Cr, a single cross of 1 degree used as a fixation target; dB, decibel.

###### 

Mean retinal sensitivity of both eyes in Group 1: first using Ci and second using Cr

  Subjects                  Cr (dB)    Ci (dB)    *P*-value
  ------------------------- ---------- ---------- -----------
  Right, 8 eyes                                   
   Central 0 degrees        24.0±1.3   29.5±1.3   0.028
   Mean central 2 degrees   32.1±0.5   32.1±0.4   1.000
  Left, 8 eyes                                    
   Central 0 degrees        25.1±1.9   29.6±1.5   0.042
   Mean central 2 degrees   31.6±0.6   31.3±0.9   0.530

**Note:** Values shown as mean ± standard error.

**Abbreviations:** Ci, a circle of 1 degree radius used as a fixation target; Cr, a single cross of 1 degree used as a fixation target; dB, decibel.

###### 

Mean retinal sensitivity of left eyes in Group 2: first using Cr and second using Ci

  Subjects                  Cr (dB)    Ci (dB)    *P*-value
  ------------------------- ---------- ---------- -----------
  Right, 8 eyes                                   
   Central 0 degrees        23.4±2.1   29.8±0.8   0.036
   Mean central 2 degrees   31.9±0.7   30.8±0.5   0.052
  Left, 8 eyes                                    
   Central 0 degrees        25.1±0.9   30.4±0.8   0.018
   Mean central 2 degrees   32.3±0.5   31.3±0.6   0.052

**Note:** Values shown as mean ± standard error.

**Abbreviations:** Ci, a circle of 1 degree radius used as a fixation target; Cr, a single cross of 1 degree used as a fixation target; dB, decibel.
